Current diagnostic and therapeutic decisions based on the outcomes of imaging technologies have become a common practice in every ophthalmic subspecialty. New devices and tools for evaluating the retina and optic nerve head, such as scanning laser polarimetry and spectral-domain optical coherence tomography (OCT), are widely used in clinical practice. These technologies provide objective quantitative measurements and in vivo real-time images of ocular structures. The performance of imaging devices is continuously being improved, and thus knowledge of their applications, advantages, and limitations must also be continuously updated to optimize their management by clinicians.
While imaging technologies require relatively transparent media, the variability of the measurements acquired by these devices is low, making these instruments useful for monitoring changes over time. In this issue, M. Ara et al. report excellent reproducibility of scanning laser polarimetry in healthy and glaucoma patients. In their review article, J. J. GarciaMedina et al. evaluated the effects of posterior capsule opacification and found that image quality improves after capsulotomy, but a new baseline for future comparisons should be established. Additionally, R. L. Brautaset et al. report that OCT allows for the acquisition of reliable macular measurements in individuals with moderate to severe keratoconus.
M. Cavallari et al. developed a semiautomated, computerbased method to detect and quantify retinal vessel abnormalities by analyzing digital fundus photographs. This tool was successfully used to evaluate patients with hypertensive retinopathy and cerebral autosomal dominant arteriopathy with subcortical infarcts and leukoencephalopathy.
G. S. K. Yau et al. compared central macular thickness measured by OCT in Chinese children and found that it was thicker in myopic eyes compared to emmetropic and hyperopic eyes.
Three papers regarding the role of the ganglion cell complex in different disorders, multiple sclerosis, age-related macular degeneration, and glaucoma, demonstrated that the same tool could be used with different approaches depending on the disease: "Comparative Diagnostic Accuracy of Gan- A wide variety of image modalities and optic enhancements, including fundus autofluorescence, microperimetry, adaptive optics, or faster OCTs, recently emerged. Using different image modalities, clinicians can emphasize the features of a particular anatomic structure of a tissue. M. Bertolotto et al. evaluated various paracentral hyperautofluorescence retinal patterns and their relationship with changes in the retinal layers. Hyperautofluorescence was mainly related to a "window effect" rather than an accumulation of lipofuscin. Adaptive optics combined with OCT or fundus photography allow for high-resolution images due to the improvement in lateral resolution by correcting for aberrations in the eye. This technology reaches resolutions close to 2 to 4 m, which is high enough to identify even cone photoreceptors. D. Supriya et al. report strong correlations between retinal sensitivity, evaluated by microperimetry, and the mean cone packing density at different macular eccentricities measured with an adaptive optics retinal camera. Further studies are required, however, to determine normative variations in cone structure-function correlation.
OCT has changed many protocols and ways of managing different ocular diseases. Moreover, OCT has modified how clinicians look at the retina. The assessment of retinal abnormalities based on evaluation of every layer rather than the global thickness has advanced ophthalmology. Because images evaluated through OCT provide information of the actual retina anatomy, but not exactly the same information as obtained with histology; last year an international panel of experts in vitreoretinal diseases and imaging suggested a consensus nomenclature for the classification of retinal and choroidal layers and bands observed in OCT scans (IN•OCT consensus). P. Tortorella et al. evaluated the changes in two of these retinal layers, the photoreceptor inner segment ellipsoid band and the interdigitation zone, in eyes with uveitic macular edema. Interruption of these lines was related to poor visual acuity. R. L. M. Wong et al. report that the outer retinal layer thickness (distance between the external limiting membrane and retinal pigment epithelium) correlated better than total thickness with visual acuity in patients with diabetic macular edema.
In summary, this issue includes different points of view presented by diverse authors covering several topics related to advances in imaging techniques for ophthalmic diseases. This publication will provide valuable information that should be helpful in clinical practice.
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